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ABSTRACT 

The X-ray telescope (XRT) on board the Swift Gamma Ray Burst Explorer has successfully operated since the 
spacecraft launch on 20 November 2004, automatically locating GRB afterglows, measuring their spectra and 
lightcurves and performing observations of high-energy sources. In this work we investigate the properties of the 
instrumental background, focusing on its dynamic behavior on both long and short timescales. The operational 
temperature of the CCD is the main factor that influences the XRT background level. After the failure of the Swift active 
on-board temperature control system, the XRT detector now operates at a temperature range between -75 C and -45 C 
thanks to a passive cooling Heat Rejection System. We report on the long-term effects on the background caused by 
radiation, consisting mainly of proton irradiation in Swift's low Earth orbit and on the short-term effects of transits 
through the South Atlantic Anomaly (SAA), which expose the detector to periods of intense proton flux. We have 
determined the fraction of the detector background that is due to the internal, instrumental background and the part that 
is due to unresolved astrophysical sources (the cosmic X-ray background) by investigating the degree of vignetting of 
the measured background and comparing it to the expected value from calibration data. 
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1. INTRODUCTION 

The primary scientific purpose of the XRT 1 is to provide autonomous localization and to measure the flux and the 
spectrum of X-ray afterglows of Gamma-ray Bursts (GRBs) discovered by the Burst Alert Telescope 2 on board the 
Swift 3 spacecraft. The XRT has also performed successful observations and monitoring campaigns of high-energy 
astronomical sources such as X-ray transients 4 , supernovae 5 and Active Galactic Nuclei 6 . The XRT uses a grazing 
incidence 3.5m Wolter I mirror 7 to collect X-ray photons on a MAT-22 CCD 8 designed for the EPIC MOS instruments 
on XMM. The Focal Plane Camera Assembly, based on the XMM/EPIC cryostat design, provides a vacuum enclosure 
for the detector and optical blocking shielding for the CCD against optical light and cosmic rays. The CCD has a 0.2 to 
lOkeV bandpass and the image section is a 600 x 602 array of 40mm x 40mm pixels, each pixel corresponding to 2.36 
arcseconds in the Swift focal plane. 

The instrument background at the lower end of the spectrum consists of the CCD noise due to “bad pixels” producing 
leakage current while at higher energies the background is caused by events generated by charged particles (cosmic 
rays). 
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On short timescales, the instrument background is strongly dependent on the CCD temperature, with the number of “hot 
pixels” and “flickering pixels” increasing dramatically at temperatures above -52C. On long timescales the main cause of 
degradation of the CCD performance is proton irradiation, which can create electron traps in the silicon lattice modifying 
the charge transfer inefficiency and degrading the energy resolution. To minimize the dark current and the effects of 
damages caused by radiation, the original thermal design of the XRT called for a Thermo Electric Cooler (TEC) to 
provide active cooling to maintain the detector at -100C. The failure of the TEC power supply during the early phase of 
the mission did not affect the scientific performance of the XRT but caused a higher level of dark current and CCD 
noise, because it forced the instrument to rely on the passive cooling provided by the radiator. A second major cause of 
increase in the CCD background has been the micro-meteoroid impact 9 on May of 2005 that caused the appearance of 
new hot pixels and hot columns that are now masked on board. 

A detailed knowledge of the instrumental background, its spatial variation and its dynamical behavior can be very 
important in various kinds of scientific analysis. In the study of the unresolved component of the cosmic X-ray 
background, for example, deep exposures are required and the instrument background dominates the observations. Also, 
when analyzing extended sources like supernova remnants, the detailed spatial dependences of the instrument 
background can be of primary importance, but a direct measurement of the background is not possible because the 
emission from such a source is spread over a large fraction of the field of view. 

While the background dependence on the CCD temperature is well known, in this work we present our analysis on the 
evolution of the XRT background due to proton irradiation. We investigate the evolution of the count rate and the 
spectrum of the background at a range of temperatures since the beginning of the mission. Swift spends approximately 
15% of each day in orbit transiting through the South Atlantic Anomaly (SAA), where the Earth’s magnetic field is less 
effective in shielding the spacecraft from high-energy particles and no scientific data are taken by the XRT. We analyze 
the short-term effects of the SAA passages on the CCD response, monitoring the background count rate at specific time 
intervals after the SAA exit We study the degree of vignetting of the XRT background to estimate, at several CCD 
temperatures, what fraction of events has an instrumental origin and what fraction comes from unresolved astrophysical 
sources, i.e., the cosmic X-ray background. 


2. ANALYSIS STRATEGY 


The study of the XRT instrumental background is complicated by the fact that there is no “closed door” configuration 
that could be used for observations to exclude photons from the cosmic X-ray background. However, there is a small 
area in each of the four comers of the CCD that is outside the XRT Field of View (FoV, defined by the frame of the 
circular UV/optical filter mounted on top of the lower proton shield) and therefore can be used to measure the pure 
internal background. Parts of this area outside the FoV have to be excluded because they are illuminated by four circular 
5j, Fe sources that are used as in-flight calibrators of the gain and charge transfer efficiency of the detector. The area of 
pure instrumental background is further reduced due to the fact that events collected at the edge of the CCD are not 
transmitted to the ground to decrease the spacecraft data volume to satisfy Swift’s telemetry requirements. The 
combination of the small area and the low level of the CCD background requires that a large number of observations 
with long exposures be analyzed to collect a statistically significant number of events to properly characterize the 
detector background. For this purpose, we selected every observation in the Swift HEASARC archive since January 
2005 with an exposure time in Photon Counting (PC) mode 10 greater than 10 ks, for a total of 39Ms of collecting time. 

2.1 Long-term background evolution 

The XRT background varies by more than a factor of 10 from the coldest temperature of T=-75C that has been achieved 
by the passive cooling to the highest temperatures at which XRT can collect scientifically useful data, T=-50C. To 
evaluate the evolution of the background over the first two years of the mission, we divided the observations into three 
different temperature ranges: COLD , at T<-60C; MEDIUM , at -60C<T<-55C; and HOT , T>-55C. We excluded the 
region inside the FoV and the comer source regions using X SELECT, and we extracted event files both without applying 
any event grade selection and applying the standard 0 to 12 grade selection characteristic of real X-ray events. To 
achieve a good level of statistics we merged the events from each month since 2005 using the FTOOL “ fnerge Finally, 
we excluded hot pixels present in images at different epochs and extracted spectra for all grades and for grades 0 to 12. 
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2.2 Background variation after SAA passes 

The XRT does not collect data during the SAA passes, which can last up to 30 minutes. During these passes, the 
instrument is exposed to a large dose of high energy particles because of the reduced natural protection of the Earth’s 
magnetic field. The proton irradiation while in the SAA causes known long term damage to the detector by creating 
electron traps in the silicon lattice. In this work we investigated possible short term effects on the background due to the 
SAA passes, as activation of CCD cells by high energy particles, by monitoring the background count rate and spectrum. 

For this study we used the same dataset of observations described previously, selecting the area of the CCD with pure 
instrumental background. We used the housekeeping telemetry files associated with each observation to obtain the 
times of the end of the SAA passes and for each dataset we calculated the difference between the arrival time of the 
background events and the time of the end of the SAA pass. We extracted event files using XSELECT containing events 
collected at increasing time intervals after an SAA pass (within 1 minute, from 1 to 5, 5 to 10 and 10 to 15 minutes after 
the SAA). In a few cases, artificially bright rows were present in the final images of the processed observations. These 
artifacts are caused by an incorrect bias subtraction due to cosmic rays strikes in a section of the CCD used for bias 
evaluation (or does it have anything to do with the readout register??? Ask Joe). We excluded the times during which the 
hot rows appeared and removed any remaining hot pixels from the final event files. 

2.3 Vignetting 

The vignetting effect is caused by the reduced reflection efficiency and lower geometric collecting area for X-ray 
photons that are offset from the optical axis of the telescope. Since vignetting will only affect photons, which pass 
through the XRT optics, we can use knowledge of the functional form of the vignetting to distinguish between the 
cosmic background emission and the non-focused sources of background such as instrumental noise and high-energy 
particles. 

The XRT vignetting 1 1 (V) can be modeled as a function of distance from the center of the chip as: 

V=l-c*0 ! (1) 

where 0 is the offset in arcminutes from the center of the chip and c is a function of the energy E of the events of the 
form: 

c=A0*A1 e +A2 (2) 

where A0=0.000124799, A 1=1 .552 19, A2=0.00 185628. 

For the analysis we used the dataset described previously, but selecting data from 2006 only to avoid discrepancies in the 
number of bad columns within the dataset, since the number of bad columns has increased due to a micrometeorite 
impact in May 2005. The data have been processed with the XRTPIPELINE version 2.2 with the standard input 
parameters and have been corrected for varying exposures to the sky and hot columns masked onboard by application of 
an exposure map. We removed point sources in the images identified with XIMAGE detect, creating region files 
centered at the source positions with radii that are a function of the source luminosity and then excluding the regions 
using XSELECT. We left out observations of known extended sources like supernova remnants that would not be picked 
up by the XIMAGE detection algorithm. We also excluded observations that were affected by Earth Limb 
contamination: during Swift observations, if the Earth Elevation angle (defined as the angle between the Earth Limb and 
the Swift pointing direction) decreases, the XRT images can be contaminated by light from the bright Earth. The bright 
Earth events are not uniformly distributed over the CCD surface and would compromise measurement of the vignetting. 
We, once again, divided the dataset into three temperature ranges (COLD, MEDIUM and HOT) as defined in the 
previous analysis. Finally, we merged the observations, obtaining one background event file for each of the specified 
temperature ranges. For each data file we evaluated the number of background events per square pixel as a function of 
radius, from the center to the edge of the chip. 


3. RESULTS 

3.1 Long-term background evolution 

The evolution of the XRT background since the start of the mission is shown in Fig.l for CCD temperatures in the range 
-60C<T<-55C and T>-55C, merging events for each month to obtain enough events. Simple linear fits of the data, as 



also the plots suggest, are consistent with no increase of the CCD background level due to interaction with high energy 
particles. 
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Fig. 1 . Background count rate since the start of the mission at CCD temperatures -60C<T<-55C and T>-55C. The count 
rate increases with temperature but there is no evidence of strong evolution since the start of the Swift mission. 


In Fig.2 the background spectra for the years 2005 and 2006 is plotted, extracted by selecting grades 0 to 12 and 
excluding hot pixel regions for the same temperature ranges shown above. The spectra match well overall, though there 
is an excess of events below O.SkeV in the 2006 data. The spectral lines at 5.9keV and 6.5keV are due respectively to 
Mn k-a and Mn k-|3 emission from the 55 Fe comer sources, that is not completely masked out in the screening process. 

To investigate the comer source count rate, we selected events in a narrow energy range around 5.9keV. As expected, 
the intensity of the line is decreasing according to the 2.7 year half-life of 55 Fe, confirming the comer sources as the 
origin of the emission (Fig. 3). The other spectral features correspond to the Nickel k-a and k-(3 lines at 7.48keV and 
8.26kev and are due to high-energy particles interacting with the spacecraft camera body. 


BACKGROUND SPECTRA 3005 and 3006 - CCD_Temp>-55C 
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Fig. 2. Background spectra from year 2005 and year 2006 extracted at CCD temperature ranges of T>-55C and -60C<T<- 
55C. The spectra have been extracted by selecting event grades 0 to 12 only. For both temperature ranges, the 
comparison of the spectra shows an increase of low energy background events during 2006 compared to 2005. 





Countrate from Comer Sources events 



Fig. 3. The count rate of the events from the spectral line at 5.9keV has decreased since the start of the mission. These 
events are produced by k-a and k-p emission of the 55 Fe radioactive comer sources with a half-life of 2.7 years. 


3.2 Background variations after SAA passes 

In Fig. 4 we show the background count rate at increasing time intervals after the end of the SAA passes. For every 
temperature range, the background count rate within one minute after the SAA pass is higher that at later times, where it 
appears approximately constant within the errors. The increase in the count rate is due to the interaction of high energy 
particles while Swift passes through the SAA. 


BACKGROUND COUNTRATE AFTER SAA TRANSIT 
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Fig. 4. The background count rate evaluated at increasing time intervals after the exit time of the SAA passes. The count 
rate is higher just after the SAA transit, and it levels off at later times. 

The spectra of the merged event files at various time intervals after the SAA transits at COLD and HOT temperatures are 
shown in Fig. 5. The spectra have very similar shapes, both at higher and lower temperatures, and are dominated by the 
instrument noise. The lines at the high end of the spectra are due to comer sources events. 






BACKGROUND SPECTRA AFTER SAA EXIT - CCD_Temp>-55C 



0.2 0.5 1 2 5 10 

Energy (keV) 


BACKGROUND SPECTRA AFTER SAA EXIT - CCD_Temp<-60C 



Energy (keV) 


Fig. 5. The background spectra extracted at increasing time intervals after the exit time of the SAA passes. 

3.3 Vignetting 

The number of events per square pixel in regions of increasing radii is shown in Fig.6. We analyzed the data in the 
three previously defined temperature ranges and as a function of offset from the center of the chip. We fitted the 
measured data with a linear combination of two components, a spatially constant component for the instrumental 
background and a second component with spatial dependence due to the vignetting effect (formula 1). At HOT 
temperatures, as expected, the fit is consistent with a spatially constant background, suggesting that the background is 
dominated by the noise of the detector. At MEDIUM and at COLD temperatures the best fit yields a vignetted 
component responsible for 28% and 10% of the measured background respectively. The fit is shown as the straight line 
in Fig. 6. It is surprising that we found a larger cosmic X-ray background component at MEDIUM relative to COLD 
temperatures since we would expect the instrumental background component to decrease with temperature. This could 
be partially due to details of the algorithm used by the XRTPIPELINE to find and exclude bad and flickering pixels, a 
complex task due to the temperature variations of the CCD during long observations that modify the XRT background. 
This is especially evident at intermediate temperatures, just below -55C, when the number of hot pixels increases 
dramatically. This effect will be investigated in more detail in the future. 



Fig. 6. Number of events per square pixel included in annular regions of increasing radii from the center of the chip. The 
black lines are the best linear fit of the data with a constant component as the instrument background and a vignetted 

component due to the cosmic X-ray background. 






In Fig. 7 we compare the purely instrumental background spectra extracted from events collected outside the FoV, from 
the analysis of the long-term background variations (red spectrum) with the spectrum extracted from events collected 
within the FoV, from the data sets used for the vignetting analysis (black spectrum), combination of instrumental and 
unresolved X-ray cosmic background. The purely instrumental background spectrum presents a bump at low energy 
because the XRTPIPELINE was not run on these datasets resulting in no filtering of instrumental noise. The spectral 
lines at high energy are from the comer sources events and from diffuse Nickel k-a and k-(3 events. The two spectra 
appear to have very similar shape at E>lkeV; we can infer that the observed spectra at these energies is dominated by 
the instrumental background, while the component from diffuse X-ray background becomes significant at energies 
between 0.5 and IkeV. 


BACKGROUND SPECTRA BUCK: FoV region, RED: Outside FoV region 



Fig. 7 Purely instrumental background spectrum extracted from events outside the FoV (in red) compared with background 
spectrum from events within the FoV, combination of instrumental background and unresolved diffuse cosmic X-ray 
background. 


4. CONCLUSIONS 

We analyzed Swift XRT HEASARC archival data from 2005 and 2006 to study the evolution of the XRT background. 
The background time and spatial variations can be of primary importance for the study of extended sources such as 
supernova remnants or the analysis of the emission of the unresolved cosmic X-ray background. 

The analysis did not show evidence of increase of the XRT background count rate during the mission. Our analysis of 
the purely instrumental background showed a short-term increase in the background count rate for time intervals within 
1 minute after the SAA passes. We derived what fraction of the XRT background is purely instrumental and what part is 
due to diffuse cosmic background thanks to the knowledge of the functional form of the vignetting effect in XRT data. 
At T<-55C the background spectrum is consist with a purely instrumental origin, while at colder temperatures the 
vignetted component constitute up to 28% of the total background. 

The Swift XRT team is planning a change of the substrate voltage (from 0V to 6V) in the attempt of reducing the 
instrumental noise at low energies 12 . We will continue the present work on the XRT background to monitor its evolution 
with the raised substrate voltage. 
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